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Purpose.Tocomparethemacular thicknesses indiabetic macular edema (DME)measuredwithspectral-domainopticalcoherence
tomography (SD-OCT) and time-domain (TD) OCT. Patients and Methods. T h ea v e r a g em a c u l a rt h i c k n e s s e so f5 0e y e so f2 9
patients with DME were measured using SD-OCT and TD-OCT. Results. The mean macular thicknesses measured with TD-OCT
and SD-OCT were 401.5±117.8µm (mean ± SD) and 446.2±123.5µm, respectively. The macular thicknesses measured with the
twodeviceswerewellcorrelated(Pearson’sproductmomentcorrelation,r = 0.977,P<0.001).Asigniﬁcantcorrelationwasfound
between thebest-corrected visual acuity and theretinal thickness measured by TD-OCT and SD-OCT (Pearson’s product moment
correlation, TD-OCT, r = 0.34; P<0.05; SD-OCT, r = 0.32; P<0.05). Discussion. The mean macular thickness measured with
SD-OCT was about 45µm thicker than that measured with TD-OCT. Attention should be paid when comparing data obtained
using diﬀerent OCT machines.
1.Introduction
Optical coherence tomography (OCT), which provides B-
mode retinal images, has become essential for diagnosing
retinal disease and glaucoma [1–9] since the technology was
ﬁrstreportedbyHuangetal.in1991[10].OCTalsoprovides
quantitative retinal thickness data, which are useful to moni-
tor retinal changes in clinical and research settings [3].
Time-domain OCT (TD-OCT) includes an interferome-
ter that measures the echo delay time of light that is reﬂected
and backscattered from various retinal microstructures. The
echo time delays of light beam reﬂected from the retinal mi-
crostructure are compared with the echo time delays of the
same light beam reﬂected from a reference mirror at known
distances. The TD method samples only one point at a time.
Therefore, it takes a relatively long time to obtain A-scan and
B-mode retinal images, and it is almost impossible to obtain
a three-dimensional retinal image.
In spectral-domain OCT (SD-OCT), light beams return-
ing from the sample and reference paths are combined at the
detector, a spectrometer that resolves the interference signals
throughout the depth of each A-scan without varying the
lengthofthereferencepath.Thisispossiblebecausethespec-
trometer resolves the relative amplitudes and phases of the
spectralcomponentsbackscatteredfromalldepthsofeachA-
scan simultaneously using the Fourier transformation. This
allowsSD-OCTtoacquireretinalimagesabout50timesfast-
er compared with TD-OCT [11]. The substantial increase in
scan speed allows acquisition of three-dimensional data sets.
A few studies have compared the macular thicknesses of
patients with diabetic macular edema (DME) obtained with
TD-OCT and SD-OCT [12, 13]. We compared the retinal
thickness measurements obtained with the two OCT devices
in subjects with DME to understand the diﬀerences in
measurements between the two OCTs. We already reported
the diﬀerence in mean retinal thickness between TD-OCT
and SD-OCT in normal eyes [14]. To the best of our
knowledge, the current study is the ﬁrst to compare the
macular thickness measurements from the two OCT devices
between normal subjects and patients with DME.2 Journal of Ophthalmology
Figure 1:(Top)FastmacularthicknessscanpatternwithTD-OCT.(Bottom)Themeanretinalthicknessatthecentral1mmcircleis516µm
in a 74-year-old man.
2. Patientsand Methods
Themacularthicknesswasmeasuredin50eyesof29patients
with DME using TD-OCT (Stratus OCT, Carl Zeiss Meditec,
Dublin,CA,USA)andSD-OCT(CirrusHD-OCT,CarlZeiss
Meditec, Dublin, CA, USA) to determine a correlation be-
tween the devices. The mean patient age was 68.0 ±9.0y e a r s
(range, 45–85 years). Of the 29 subjects with DME, 18 were
men and 11 were women.
WithTD-OCT,themacularthicknessdatawereobtained
using the fast macular thickness scan pattern (Figure 1). This
scan pattern acquires six linear B-scans in a continuous,
automated sequence. The scans are centered at the fovea in
a radial pattern and separated by 30-degree increments. Each
B-scan consists of 128 A-scans. The axial resolution of TD-
OCT is less than 10µm according to the manufacturer’s data.
The Macular Cube 200 × 200 scan pattern in SD-OCT
generates a data cube through a 6mm square grid by acquir-
ing a series of 200 horizontal scan lines, each comprised of
200 A-scans (Figure 2) with an axial resolution of 5µm.
Theaverageretinalthicknessatthecentral1mmareawas
analyzed with both OCT machines. About 128 points were
measured within a 1mm circle with TD-OCT and about 872
points with SD-OCT.
Three operators measured the macular thickness of each
subject using the two OCT instruments on the same day. Ap-
parent segmentation failures in TD-OCT and SD-OCT were
excluded from this study.
Thebest-correctedvisualacuities(BCVAs)wereobtained
in decimal VA and converted to logarithm of the minimum
angle of resolution (logMAR) for statistical analysis.
3. Results
The mean macular thicknesses in patients with DME mea-
sured with TD-OCT was 401.5 ± 117.8µm( m e a n+SD;
range, 203–712µm) and with SD-OCT 446.2 ± 123.5µm;
range, 245–775µm). The mean macular thickness with SD-
OCT was 44.7µm thicker than that with TD-OCT, which
was a signiﬁcant diﬀerence (P<0.001, paired t-test). TheJournal of Ophthalmology 3
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Figure 2: (Top) Macular cube 200 × 200 mode with SD-OCT. (Bottom) The mean retinal thickness at the central 1mm circle is 557µmi n
the same 74-year-old man.
macular thickness measured with TD-OCT correlated well
with that measured with SD-OCT (Pearson’s product mo-
ment correlation, r = 0.977, P<0.001) (Figure 3).
A representative case was that of a 75-year-old man with
DME.TD-OCTtracedtheILMandIS/OSlineautomatically,
and the central retinal thickness was 543µm( Figure 4(a)).
SD-OCT traced the ILM and RPE automatically, and the
centralretinalthicknesswas567µm(Figure 4(b)),whichwas
24µm thicker than the TD-OCT measurement. Compared
with the ﬁve-line mode of the SD-OCT (Figure 4(c)), the
true IS/OS line of the TD-OCT may be the pale line that
is deﬁned by the arrowheads (Figure 4(a)). If TD-OCT
automatically traced the true IS/OS line, the central retinal
thickness would be thinner than 543µm. We assumed that
the retinal thickness using TD-OCT was thicker than the
actual retinal thickness, and as a result, the diﬀerence in the
retinal thicknesses between the two machines was small. This
is one reason that the macular thickness in normal subjects
is about 15µm thicker than in patients with DME.
TherelationshipbetweentheBCVAandtheretinalthick-
ness also was evaluated, and a signiﬁcant correlation was
found between the two devices (Pearson’s product moment
correlation, TD-OCT, r = 0.34; P<0.05; SD-OCT, r = 0.32;
P<0.05) (Figure 5).
4. Discussion
In the current study, the average retinal thickness measured
with TD-OCT was 401.5 ± 117.8µm and with SD-OCT
446.2±123.5µm, a diﬀerence of about 45µm. The diﬀerence
intheaverageretinalthicknessesbetweenthedevicesappears
to have resulted from the diﬀerent deﬁnitions of the retinal
thicknesses.TD-OCTdeﬁnesretinalthicknessasthedistance
from the surface of the inner limiting membrane (ILM) to
the boundary between the inner and outer segments of the
photoreceptors (IS/OS). SD-OCT deﬁnes the retinal thick-
nessasthedistancefromthesurfaceoftheILMtothesurface
of the retinal pigment epithelium (RPE). The diﬀerent algo-
risms explain the diﬀerent results. Lammer et al. compared
theretinalthicknessofDMEbetweenTD-OCTandSD-OCT
and reported mean diﬀerence was 58.5µm[ 12]. Forooghian
et al. also reported that the mean diﬀerence of the two ma-
chines was 53.0µm[ 15]. These results were almost same
as our result, and they suggested that diﬀerent algorisms
make the diﬀerent results. Attention should be paid to the
retinalthicknesswhendatafromdiﬀerentmachinesarecom-
pared, although the retinal thickness in patients with DME
measured by SD-OCT correlated strongly with that mea-
sured by TD-OCT.4 Journal of Ophthalmology
Figure 3: The diﬀerence between TD-OCT and SD-OCT average
retinal thicknesses in patients with DME in a central 1mm area is
about 45µm. These two data sets are well correlated (correlation
coeﬃcient, 0.977, P<0.001, Pearson’s product moment correla-
tion).
ILM
IS/OS
(a)
ILM
RPE
(b)
(c)
Figure 4: The ILM and IS/OS are traced by a white line using TD-
OCT, although the true IS/OS line is thought to be that indicated by
the arrowheads in the retinal thickness mode (a). The ILM and RPE
are traced by a white and black line by the macular thickness mode
of SD-OCT (b). The IS/OS line is indicated by a vague line in the
ﬁve-line mode (arrowheads) (c).
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Figure 5: There is a signiﬁcant correlation between TD-OCT (b)
andSD-OCT(a)relationshipfortheBCVAandtheretinalthickness
(Pearson’s product moment correlation, TD-OCT, r = 0.34, P<
0.05; SD-OCT, r = 0.32, P<0.05).
We reported previously that when using SD-OCT in nor-
mal subjects, the macula was 60µm thicker than when meas-
ured with TD-OCT [14]. In the current study, when using
SD-OCT in subjects with DME, the macula was 45µm
thicker than when measured with TD-OCT. The diﬀerence
in the macular thickness between TD-OCT and SD-OCT in
normalsubjectswasabout15µmthickerthanthatinpatients
with DME. With TD-OCT, the fast macular thickness scan
pattern acquires six linear B-scans in a continuous auto-
mated sequence. The scans are centered at the fovea in a
radial pattern and separated by 30-degree increments. With
SD-OCT, the Macular Cube 200×200 scan pattern generates
a data cube through a 6mm square grid by acquiring a
series of 200 horizontal scan lines, each comprised of 200 A-
scans.Theaverageretinalthickness atthecentral1mmcircle
was about 128 points with TD-OCT and about 872 points
with SD-OCT. Compared with TD-OCT, the higher reli-
ability of SD-OCT is based on the uniformity and the larger
number of scan points. The scan pattern and the scan ac-
curacy may explain the diﬀerence in the macular thickness
between normal subjects and DME.Journal of Ophthalmology 5
Using TD-OCT, theIS/OSlinedisappeared insomeareas
or was not clearly detected in some cases. The measurement
linewasnottracedonIS/OSandtracedontheRPEline.This
may result in a thicker measurement than the actual thick-
ness on TD-OCT.
As in previous studies, we also found a correlation be-
tweenthemacularthicknessandBCVAinsubjectswithDME
[16, 17]. The Diabetic Retinopathy Clinical Research Net-
work reported that the relationship between the VA and cen-
tralretinalthicknessmeasuredbyOCTwaslinear[16].How-
ever, Koleva-Georgieva and Sivkova reported no correla-
tionbetweentheBCVAandretinalthickness[18],whichmay
have resulted from the small number of subjects and that six
of nine eyes had macular ischemia. The low VA could be due
to the serous macular detachment with large cystoid spaces
and the presence of macular ischemia.
In conclusion, the mean retinal thickness in patients with
DME measured with SD-OCT was about 45µm thicker than
that with TD-OCT. Care should be taken when comparing
retinal thicknesses between the two OCT machines.
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